[Comparison of Quantitative Value of Dopamine Transporter Scintigraphy Calculated from Different Analytical Software].
In the dopamine transporter scintigraphy there are two quantitative analysis softwares, DaTView and DaTQUANT. The quantitative value of both software has to be treated independently because there is a difference between them in the point of how to set the region of interest on the striatum and the background, calculation formula of quantitation. And also DaTQUANT has a capability of performing anatomical standardization which DaTView does not have. The aim of this study was to evaluate the accuracy of registration on DaTQUANT using a phantom, and to evaluate the correlation between the quantitative values between DaTView and DaTQUANT using clinical data. As a result, the accuracy of registration was acceptable. Regardless of the degree of accumulation in the striatum, there was a high correlation to each analysis software (r>0.85).